
OFFICE OF STATEWIDE HEALTH PLANNING AND DEVELOPMENT
FACILITIES DEVELOPMENT DIVISION 

“Access to Safe, Quality Healthcare Environments that Meet California’s Diverse and Dynamic Needs” 

STATE OF CALIFORNIA – HEALTH AND HUMAN SERVICES AGENCY
OSH-FD-700 (REV 5/30/13)          Page 1 of 2  

APPLICATION FOR OSHPD PREAPPROVAL 
OF MANUFACTURER’S CERTIFICATION (OPM)

OFFICE USE ONLY

APPLICATION #: OPM-0331-13

OSHPD Preapproval of Manufacturer’s Certification (OPM) 

Type: New Renewal Update to Pre-CBC 2013 OPA Number:

Manufacturer Information

Manufacturer: STERIS SAS

Manufacturer’s Technical Representative: Sylvain LeCoq

Mailing Address: STERIS 116 Avenue de Magudas, 33185 Le Haillan, France

Telephone: 05 56 93 96 39 Email: Sylvain_LeCoq@steris.com

Product Information

Product Name: HexaLux Examination Lights

Product Type: Examination Lights

Product Model Number: EXLCEIL and EXLWALL

General Description: The HexaLux™ examination light is intended for diagnostics offering variable field diameter and

intensity, providing  healthcare facilities staff with effective lighting for examination, treatment and emergency areas .

The HexaLux™ examination light system is especially designed for examination rooms, emergency rooms, maternity

wards, intensive care units, recovery rooms and all other diagnostic applications.

Applicant Information

Applicant Company Name: ISAT Seismic Bracing

Contact Person: William V Joerger

Mailing Address: 1020 Crews Road, Suite Q, Matthews NC  28105

Telephone: 510-714-0216 Email: wvjoerger@isatsb.com
I hereby agree to reimburse the Office of Statewide Health Planning and Development review fees in 
accordance with the California Administrative Code, 2013.

Signature of Applicant: Date: April 5, 2016

Title: Principal Structural Engineer Company Name: ISAT Seismic Bracing
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OFFICE OF STATEWIDE HEALTH PLANNING AND DEVELOPMENT
FACILITIES DEVELOPMENT DIVISION 

“Access to Safe, Quality Healthcare Environments that Meet California’s Diverse and Dynamic Needs” 

Registered Design Professional Preparing Engineering Recommendations

Company Name: ISAT Seismic Bracing

Name: William V Joerger California License Number: S4545

Mailing Address: 1020 Crews Rd, Matthews NC  28105

Telephone: 510-714-0216 Email: wvjoerger@isatsb.com

OSHPD Special Seismic Certification Preapproval (OSP)

Special Seismic Certification is preapproved under OSP-
(Separate application for OSP is required)

Special Seismic Certification is no preapproved

Certification Method(s)

Testing in accordance with: ICC-ES AC156 FM 1950-10

Other* (Please Specify):

Equipment is considered to be rugged.  OPM is for anchorage to concrete slabs.

*Use of criteria other than those adopted by the California Building Standards Code, 2013 (CBSC 2013) for component 
supports and attachments are not permitted. For distribution system, interior partition wall, and suspended ceiling seismic 
bracings, test criteria other than those adopted in the CBSC 2013 may be used when approved by OSHPD prior to testing.

Analysis

Experience Data

Combination of Testing, Analysis, and/or Experience Data (Please Specify):

List of Attachments Supporting the Manufacturer’s Certification

Test Report Drawings Calculations Manufacturer’s Catalog

Other(s) (Please Specify):

OFFICE USE ONLY – OSHPD APPROVAL VALID FOR CBC 2013 ONLY

Signature: Date: 05-11-2016

Print Name: Jeffrey Enzler

Title: DSE

Condition of Approval (if applicable):

STATE OF CALIFORNIA – HEALTH AND HUMAN SERVICES AGENCY
OSH-FD-700 (REV 5/30/13) Page 2 of 2  
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FILE NO.:  CLT-0316-046 “Empowered by Experience” REV 3

A Division of Tomarco Contractor Specialties 

Submittal Documents 

OSHPD OPM-0331-13 

ATTACHMENT CONSTRUCTION DRAWINGS 
HEXALUX CEILING AND 

WALL MOUNTED EXAMINATION LIGHTS 

STERIS

ISAT
1020 Crews Road Suite Q 

Matthews, N.C. 28105 
704-841-4080
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FILE NO.:  CLT-0316-046 “Empowered by Experience” Index Rev3 

A Division of Tomarco Contractor Specialties 

OSHPD OPM-0331-13 

DRAWING INDEX 

DRAWING INDEX 

Cover Page           p i 

Index Page           p ii 

Drawings for OPM-0331-13 

 General Notes, Responsibilities of SEOR     p 1 
 Attachment Notes         p 2 
 Metal Deck Slab         p 3 

Solid Concrete Slab         p 4 
Miscellaneous Steel         p 5 
Stiffener Plate         p 6 

 Suspension Plate         p 7 
 Wall Mount Details         p 8 

Forces and Moments        p 9 
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DATE:
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International Seismic Application Technology
A Division of Tomarco Contractor Specialties

1020 Crews Road, Suite Q, Matthews, NC  28105
704-841-4080      www.isatsb.com
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OPM-0331-13 STERIS HEXALUX EXAMINATION LIGHTS   ATTACHMENT NOTES
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OPM-0331-13 STERIS HEXALUX CEILING MOUNT AT METAL DECK SLAB

DRAWN BY:
DATE:

REVISED BY:
DATE:

REV NO:
SCALE PAGE

International Seismic Application Technology
A Division of Tomarco Contractor Specialties

1020 Crews Road, Suite Q, Matthews, NC  28105
704-841-4080      www.isatsb.com

WVJ
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WVJ
05/06/16
2

N.T.S. METAL DECK

STERIS HUB AND
CEILING CLOSURE5 

7/
8"

M
A

X
 C

LR
B

E
TW

E
E

N
 P

LS

STIFFENER PLATE SEE PAGE "STIFF PLATE"

FINISHED CEILING

(4) 1 5/8" STRUTS
9' MAX. LENGTH

SEE PAGE "MISC. STL."

HILTI KWIK BOLT TZ 1/2"
ANCHORS TYP.  SEE NOTE 7
ON PAGE "GEN NOTES"

4-HOLE ANGLE CONN.
SEE PAGE "MISC STL."

2-HOLE ANGLE
CONN. SEE PAGE
"MISC STL."

1" MAX.
OFFSET CL

FLUTE

STRUT SEE PAGE "MISC STL" x 14" LONG WITH
1" MINIMUM EDGE DISTANCE TO ANCHOR.

USE 1/2" STRUT NUTS NUTS AND SQ.
WASHER AT VERTICAL ALL THREAD RODS.

30° TO 60°

1/2" A307 BOLT, WASHER AND NUT  IN
9/16" HOLE DRILLED IN SOLID FACE TYP.

1'
-0

" M
IN

. T
O

7'
-0

" M
A

X
.

SEE PAGE "FORCES" FOR
WEIGHTS AND MOMENTS

7/16" DIA. ASTM F1554 GRADE 105 ALL
THREAD ROD WITH (4) WASHERS AND
NUTS FOR EACH ROD

SUSPENSION PLATE BY STERIS
SEE PAGE "SUSPENSION"

3000 PSI LT WT CONC.
SEE NOTE 6 ON PAGE
"GEN NOTES"

(4) 1/2" ASTM A36
ALL THREAD ROD

6
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DRAWN BY:
DATE:

REVISED BY:
DATE:

REV NO:
SCALE PAGE

International Seismic Application Technology
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N.T.S. SOLID SLAB

OPM-0331-13 STERIS HEXALUX CEILING MOUNT AT SOLID CONCRETE SLAB

STERIS HUB AND
CEILING CLOSURE

5 
7/

8"
M

A
X
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B
E

TW
E

E
N

 P
LS

STIFFENER PLATE SEE PAGE "STIFF PLATE"

FINISHED CEILING

(4) 1 5/8" STRUTS
9' MAX. LENGTH

SEE PAGE "MISC. STL."

HILTI KWIK BOLT TZ 1/2" ANCHORS TYP.
SEE NOTE 7 ON PAGE "GEN NOTES"

2-HOLE ANGLE
CONN. SEE PAGE
"MISC STL."

1/2" ROD COUPLER
GRADE A OR B 5/8"

MIN. ENGAGEMENT

30° TO 60°

1'
-0

" M
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. T
O

 7
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" M
A

X
.

SEE PAGE "FORCES" FOR
WEIGHTS AND MOMENTS

7/16" DIA. ASTM F1554 GRADE 105
ALL THREAD ROD WITH (4) WASHERS
AND NUTS AT EACH ROD

3000 PSI CONCRETE
SEE NOTE 6 ON

PAGE "GEN NOTES"

SUSPENSION PLATE BY STERIS
SEE PAGE "SUSPENSION"

4-HOLE ANGLE CONN.
SEE PAGE "MISC STL."

1/2" A307 BOLT, WASHER AND NUT  IN
9/16" HOLE DRILLED IN SOLID FACE TYP.

(4) 1/2" ASTM A36
ALL THREAD ROD
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N.T.S. MISC. STL.

OPM-0331-13 STERIS HEXALUX MISCELLANEOUS STEEL DETAILS

1 5/8" x 1 5/8" x 12 GAGE SOLID STRUT
MINIMUM PROPERTIES AREA = 0.55 IN^2  Sx = 0.202 IN^3   Sy = 0.259 IN^3

ASTM A36 OR ASTM A1011
SS GRADE 33 PL 1/4" THICK
WITH 9/16" HOLES

4- HOLE OPEN ANGLE CONNECTOR

30° TO 60°

1 5/8"

3 1/2"

3 1/2"

13/16"
1 7/8"

2- HOLE OPEN ANGLE CONNECTOR

30° TO 60°
3 1/4"

2 1/16"

1 5/8"

13/16"

ASTM A36 OR ASTM A1011
SS GRADE 33 PL 1/4" THICK
WITH 9/16" HOLES

1 5/8"

1 5/8"

ASTM A653 OR
A1011 SS GRADE 33

FOR FIELD CONNECTIONS
DRILL 9/16" HOLES WITH A

MINIMUM 1" EDGE DISTANCE

6
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N.T.S. STIFF. PLATE

OPM-0331-13 STERIS HEXALUX STIFFENER PLATE DETAILS
FOR CEILING ATTACHMENT

STIFFENER PLATE WITH BRACES SHOWN

ASTM A36 PL 1/2" WITH (8)
9/16" HOLES AT 45° ANGLE

STIFFENER PLATE DETAILS

1 5/8" STRUT  SEE
PAGE "MISC STL"

4-HOLE ANGLE CONNECTOR
SEE PAGE "MISC STL"

(4) 1/2" DIA. ALL THREAD
ROD ASTM A36

1/2" A307 BOLT,
WASHER AND NUT
IN 9/16" HOLE TYP.

6 5/16"

11"

6 5/16"11"

1 7/8"

4 3/16"

(4) 1/2" HOLES ON 150 mm
BOLT CIRCLE AT 45° ANGLE

6
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N.T.S. SUSPENSION

OPM-0331-13 STERIS HEXALUX CEILING SUSPENSION PLATE DETAILS

SUSPENSION PLATE PLAN VIEW

STERIS HUB

(4) 7/16" DIA. ASTM F1554 GRADE 105
ALL THREAD ROD WITH (8)
WASHERS AND NUTS

CEILING
CLOSURE

0.50" HOLES ON A
150 mm BOLT CIRCLE

(14 mm EDGE DISTANCE)

STERIS SUSPENSION PLATE
10 mm THICKNESS S235JRG2
TENSION STRENGTH 360 N/mm²
YIELD STRENGTH 235 N/mm²

140 mm

17 mm TYP.
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N.T.S. WALL MOUNT

OPM-0331-13 STERIS HEXALUX WALL MOUNTING DETAILS

(2) 3/8" ASTM A36
THREADED RODS WELDED

TO BOTH SIDES OF L2 WITH
WASHERS AND NUTS

1.65" INSIDE
OF COVER

7.48"

0.47" DIA.

L2x2x43 MIL ANGLE WITH
(5) #10 SCREWS IN EACH
LEG (TOP AND BOTTOM)

WALL SECTION - MOMENTS
TABULATED ON PAGE "FORCES" ARE
TO THE OUTSIDE FACE OF THE WALL

(2) #10 SHEET METAL SCREWS
AT 4" ON CENTER (6 MIN.)

L2x2x1/4 x 12" BETWEEN
WALL STUDS AT 16" ON
CENTER MAX.

362T125-33
MINIMUM

362S162-33
MINIMUM

#10 SCREWS AT
4" ON CENTER
EACH SIDE

WALL SECTION AT STUD CONNECTION

NOTES:

1.  WALL STUD DESIGN IS BY OTHERS.
2.  33 MIL MINIMUM THICKNESS FOR
THE WALL STUDS AND TRACK.
3.  33 KSI MINIMUM STRENGTH FOR
THE WALL STUD AND TRACK.
4.  MINIMUM SCREW SPACING IS 5/8"
AND MINIMUM EDGE DISTANCE IS 3/8"
WITH NO LESS THAN 3 EXPOSED
THREADS.

1"

3/4" 3/4"

1 OR 2 LAYERS OF
5/8" GYP BOARD

4mm S235JRG2
TENSILE STRENGTH 360 N/mm²
YIELD STRENGTH 235 N/mm²

1/8
1/8 1"

OSHPD OPM-0331-13   DWG - 8
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N.T.S. FORCES

OPM-0331-13 STERIS HEXALUX   FORCES AND MOMENTS

7/16" ALL THREAD RODS

FIXTURE HUB

CEILING

Wp

GRAVITY MOMENTS
AND SEISMIC

MOMENTS

HEXALUX CEILING MOUNT HEXALUX WALL MOUNT

GRAVITY MOMENTS
AND SEISMIC

MOMENTS

3/8"ASTM A36
THREADED
RODS

SEISMIC
LATERAL

OUTSIDE WALL FACE

FIXTURE HUB

SEISMIC
LATERAL

Wp
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